INSTALLATION REPCRT

Dratadasier DMT: 100166

Location: Shaftsbury VSP
Calibration Date:  09/27/2011
Certification Date:  09/27/2011
Tostallation Date:  10/11/2011

Instalied by: STEVEN E HARNOIS

Site meets specification in dos P-ALC-210

Default Options Loaded

Diagnostc Resylig

Aecursey and Preoigion Check

Concentration =0,102 g/210L
Lot# = 12-13-100
VERSIONS Range =007 -0.107
DT 1.09 Average =0.102 p/210L
PIiCc: 2,486 Std Dey o= 00000
Modem: 2.1
Questions: 2.0 -
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 48,1°C Sample Accoptancs Test
Digital Sim = 34.0°¢ Passed
SETTINGS
Lamp Voltage = 1,74 ¥ 0.10 T e - 50,6
Coolexr ¥oltage = 1.70 V ‘M hol.(o/'zlol. a
Bias Voltage = 81V 0.08] 4 Sreoasid R N EEX
Chopper Freg = 544 Hz T Flow Rateq’/m P
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PUMP INFO 8- 08 ey i . '
Fiow Rate = 6.021 L/ 0. 011 P - W i
DETECTOR INKO
PUME  ON OFF 0. 06} :
MAX (V)  -D.0622  ~0.058%1 P .
MIN{V) -0.0838 -8,0604 G.05F -2k -
FILTER INFO 0.04] i 115 T ) U 2 bl rdon
Filter 1 -0.05% 7 EBero = true i !
Filter 2  0.321 Zero = true 0. 03}~ IS - 1.6
Filter 3 -0.282 3Zero = true % :
0.02} S SR L
CALIBRATION CHECK ;
Rg = 0.081 1.06% 0,01t f I P
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INSTALLATION PASSED
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